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SECTION I 
INTRODUCTION 


1. Scope 

This manual lists spares and repair parts; special tools; 
special test, measurement, and diagnostic equipment 
(TMDE), and other special support equipment required 
for performance of organizational, direct support and 
general support maintenance of the ME-505. It 
authorizes the requisitioning and issue of spares and 
repair parts as indicated by the source and maintenance 
codes. 


2. General 
This Repair Parts and Special Tools List is divided into 
the following sections: 

a. [Section II. |Repair Parts List. А list of spares 
and repair parts authorized for use in the performance of 
maintenance. The list also includes parts which must be 
removed for replacement of the authorized parts. Parts 
lists are composed of functional groups in numeric 
sequences, with the parts in each group listed in figure 
and item number sequence. 


b. Section Ш, Special Tools List. Not applicable. 

c. [Section IV |National Stock Number and Part 
Number Index. A list, in National item identification 
number (NIIN) sequence, of all National stock numbers 
(NSN) appearing in the listings, followed by a list, in 
alphameric sequence, of all part numbers appearing in 
the listings. National stock numbers and part numbers 
are cross-referenced to each illustration figure and item 
number appearance. 
3. Explanation of Columns 
4. 

a. Illustration. This column is divided as follows: 

(1) Figure number. Indicates the figure 
number of the illustration on which the item is shown. 

(2) Кет number. The number used to identify 
item called out in the illustration. 

b. Source, Maintenance, and Recoverability 
(SMR) Codes. 

(1) Source code. Source codes indicate the 
manner of acquiring support items for maintenance, re- 
pair, or overhaul of end items. Source codes are en- 
tered in the first and second positions of the Uniform 
SMR Code format as follows: 

Code Definition 

PA- Пет procured and stocked for anticipated ог 
known usage. 

XA- Нет is not procured or stocked because the 
requirements for the item will result in the 
replacement of the next higher assembly. 


Code Definition 

XD- A support item that is not stocked. When required, 
item will be procured through normal supply 
channels. 


NOTE 
Cannibalization or salvage may be used 
as a source of supply for any items 
source coded above except those coded 
XA апа aircraft support items as 
restricted by AR 700-42. 


(2) Maintenance code. Maintenance codes аге 
assigned to indicate the levels of maintenance 
authorized to USE and REPAIR support items. The 
maintenance codes are entered in the third and fourth 
positions of the Uniform SMR Code format as follows: 

a. The maintenance code entered in the third 
position will indicate the lowest maintenance level 
authorized to remove, replace, and use the support 
item. The maintenance code entered in the third position 
will indicate one of the following levels of maintenance: 
Code Application/Explanation 
O- Support item is removed, replaced, used at the 
organizational level. 

H- Support item is removed, replaced, used at the 
general support level. 

D- Support items that are removed, replaced, used at 
depot, mobile depot, specialized repair activity only. 

b. The maintenance code entered in the fourth 
position indicates whether the item is to be repaired and 
identifies the lowest maintenance level with the 
capability to perform complete repair (i.e., all authorized 
maintenance functions). This position will contain one of 
the following maintenance codes: 


Code Application/Explanation 
H- The lowest maintenance level capable of complete 
repair of the support item is the general support level. 
D- The lowest maintenance level capable of complete 
repair of the support item is the depot level. 
Z- Nonreparable. No repair is authorized. 

(3) Recoverability code. Recoverability codes are 
assigned to support items to indicate the disposition 
action on unserviceable items. The recoverability- 


code is entered іп the fifth position of the Uniform ЭМА 

Code format as follows: 

Recoverability 

codes Definition 

2- Мопгерагабје item. When unserviceable, condemn 
and dispose at the level indicated in position 3. 

H- Reparable item. When uneconomically reparable, 
condemn and dispose аі the general support 

level. 

D- Reparable item. When beyond lower level repair 
capability, return to depot. Condemnation and 
disposal not authorized below depot level. 

c. National Stock Number. Indicates the National 
stock number assigned to the item and will be used for 
requisitioning purposes. 

q Federal Supply Code for Manufacturer (FSCM). 
The FSCM is a 5-digit numeric code listed in SB 708- 
41/42 which is used to identify the manufacturer, 
distributor, or Government agency, etc. 

e. Part Number. Indicates the primary number used 
by the manufacturer (individual, company, firm, 
corporation, or Government activity), which controls the 
design and characteristics of the item by means of its 
engineering drawings, specifications, standards, and 
inspection requirements to identify an item or range of 
items. 

NOTE 
When a stock numbered item is requisitioned, 
the repair part received may have a different part 
number than the part being replaced. 

f. Description. Indicates the Federal item name 
and, if required, a minimum description to identify the 
item. 

g. Unit of Measure (U/M). Indicates the standard 
of the basic quantity of the listed item as used in 
performing the actual maintenance function. This 
measure is expressed by a two-character alphabetical 
abbreviation (e.g., ea, in, pr, etc). When the unit of 
measure differs from the unit of issue, the lowest unit of 
issue that will satisfy the required units of measure will 
be requisitioned. 

h. Quantity Incorporated in Unit. Indicates the 
quantity of the item used in the breakout shown on the 
illustration figure, which is prepared for a functional 
group, subfunctional group, or an assembly. A"V" 
appearing in this column in lieu of a quantity 
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indicates that no specific quantity is applicable, (e.g., 
shims, spacers, etc). 


4. Special Information 

a. The following publication pertains to the ME- 
505 and its components: TM 11-6625-3017-14, FM/AM 
Modulation Meter ME-505/U 

b. National stock numbers (NSN's) that are miss- 
ing from P source coded items have been applied for 
and will be added to this TM by future change/ revision 
when they they entered in the Army Master Data File 
(АМОР). Until the NSN's are established and published, 
submit exception requisitions to: Commander, US Army 
Communications-Electronics Command and Fort 
Monmouth, ATTN: DR- SEL-MM, Fort Monmouth, New 
Jersey 07703 for the part required to support your 
equipment. 


5. How to Locate Repair Parts 
a. When National stock number or part number 
is unknown. 

(1) First. Using the table of contents, 
determine the functional group within which the item 
belongs. This is necessary since illustrations are 
prepared for functional groups and listings are divided 
into the same groups. 

(2) Second. Find the illustration covering the 
functional group to which the item belongs. 

(3) Third. Identify the item on the illustration 
and note the illustration figure and item number of the 
item. 

(4) Fourth. Using the Repair Parts Listing, 
find the figure and item number noted on the illustration. 
b. When National stock number or part number is 
known. 

(1) First. Using the Index of National Stock 
Number and Part Numbers, find the pertinent National 
stock number or part number. This index is in NIIN 
sequence followed by a list of part numbers іп 
alphameric sequence, cross-reference to the illustration 
figure number and item number. 

(2) Second. After finding the figure and item 
number, locate the figure and item number in the repair 
parts list. 


6. Abbreviations 
Not applicable. 


(Next printed page is 4) 
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Figure 1. Meter, Modulation ME-505, Front View 
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SECTION II TM 11-6625-3017-24P 


(3) (5) (6) 
mm DESCRIPTION 
(а) b NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


Group 00 Meter, MODULATION ME505 


PANEL, FRONT 
TERMINAL, MINIATURE 
WASHER, CRINKLE 
TERMINAL, MINIATURE... 


оомо л + ог) 


atra Ps Px ch vk ch на ch ch аа P P Боро а а а 
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Figure 2. Meter, Modulation ME-505, Back View 
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SECTION II 


LLUSTRATION 


(a) | (b) NATIONAL 
FIG | ITEM| SMR STOCK 
NO.| NO.| CODE NUMBER 


5310-00-476-7446 


(5) 


PART 
NUMBER 


34164-407 


WASHER, CRINKLE... 
MAINS LEAD 


31721-410 


(6) 
DESCRIPTION 
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Figure 3. Meter, Modulation ME-505, Right View 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


33563-112 
41635-037 
21177-622 
35515-408 PLATE, BOTTOM 
5305-00-476-7596 21347-110 SCREW, MACHINE... 
21177-616 
22315-504 
121-514 
121-105 


оомо С + Q) N ~ 


SCREW, MACHINE... 
WASHER, CRINKLE.. 


5310-00-469-4003 
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Figure 4. Meter, Modulation ME-505, Top View 
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SECTION II TM 11-6625-3017-24P 


(3) (5) (6) 
КЕ DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
мо. | МО. | CODE МОМВЕВ NUMBER USABLE ON CODE 


23435-050 


CALIBRATOR BD... 
RESISTOR, VAR 


+ ~ + + 


GROMMET 
5310-00-476-7482 WASHER, FLAT 
WASHER, CRINKLE 
5305-00-476-7596 Е SCREW, MACHINE 
SCREW, САРТІМЕ .... 


LOW FREQUENCY АМРЦ .. 
GUIDE PRINTED BD 


WASHER, CRINKLE 
279 AUDIO AMP BD 
AMPLITUDE MODULATIO... 


PANEL, SUPPORT.... 
SURROUND ASSY.... 
21357-512W(4BA 
22322-012 
404/1/02000/503 


4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
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SECTION II TM 11-6625-3017-24P 


(3) (5) (6) 
КЕСЕ DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


PP11-201-100-1 


5310-00-477-2425 
5310-00-469-4003 


CONTACT г 
SCREENING BOX. 
SIDE FRAME ASSY LH. 
5305-00-476-7603 SCREW, MACHINE 
BRAID, СОРРЕВ.... 
CONN BATTERY.... 


4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
4 
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SECTION II 


ILLUSTRATION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER 


(6) 
DESCRIPTION 
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USABLE ON CODE 
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Figure 5. Meter, Modulation МЕ-505, Войот View 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER USABLE ON CODE 


23187-132 GROMMET 

46878-001 LIMITER & DISCRIMINAT 
70B1N052P502W| RESISTOR, VAR 
WASHER, CRINKLE.. 


SCREW, MACHINE 
5310-00-477-2425 WASHER, FLAT 
WASHER, CRINKLE.. 


OO NOOO N ~ 


5310-00-469-4003 


род bh аа mmm 


~ W 


5910-01-008-8464 


5305-00-476-7603 SCREW, MACHINE... 
CABLEFORM 
COMPONENT ВОАНО.. 


5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 
5 


ОСІ В1206/105/- 

5008 

335351-411 ВВАСКЕТ, MOUNTING 
200KHZ FILTER 


RESISTOR, FILM 
RESISTOR, FILM.... 
44324-822 SWITCH, SC 


00001 


SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


RN60D22R1 


RESISTOR, FILM 
5905-00-106-3666 RESISTOR, FIXED, COMP 
SWITCH, SB 
5905-00-682-4105 RESISTOR, FIXED, COMP... 
RESISTOR, FILM 
5909-00-141-1183 RESISTOR, FIXED, COMP 
RESISTOR, FILM 
САРАСІТОВ, СЕВАМІС 


OT OTOT01010101010101 ст сл 


5910-00-325-7132 САРАСІТОВ, FIXED, CER 
23211-212 INSULATOR 


5 
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Figure 6. Mixer Module, A1 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 01 MIXER MODULE A1 


KOOO4 MR25DG103 RESISTOR, FIXED, FILM 
5910-00-115-5367 CA[ACOTPR, FIXED, CER... 


RESISTOR, FIXED, FILM. 
TAG, SOLDER 
RECEPTICAL 


оомо л + ог 


WASHER, SPECIAL 
WASHER, SPRING TENSI... 


ATTENUATOR ASSY..... 
CABLE ASSY ... 


5305-00-476-7596 


6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
6 
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6 
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6 
6 
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Figure 7. Oscillator, Front View 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 02 OSCILLATOR FRONT VIEW 


17550-703 TAPE, ADHESIVE 

SCREW, MACHINE... 
WASHER, CRINKLE.. 
5310-00-469-4003 


5310-00-477-2425 


st 


A 


A 


5305-00-476-7598 


st 


A 


N 
cO со ос л +. G) O — ооо + O) Q + о; 


L 


5305-00-476-7603 


WASHER, CRINKLE.. 
PLATE ASSV 
21127-924 PIN, SPRING 


7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
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7 
7 
7 
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7 
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SECTION II 


( 
LLUSTRATION 


(a) 
FIG 
NO. 


7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 
7 


1) 
(b) 
ITEM 
NO. 


(2) 
SMR 
CODE 


(3) 
NATIONAL 


STOCK 
NUMBER 


6625-01-114-0372 


(5) 


PART 
NUMBER 


33337-115 


21382-128 
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(6) 
DESCRIPTION 


USABLE ON CODE 


SCREW, HEX 
CORD, OSCILLATOR DRI 
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Figure 8. Oscillator, Left and Right View 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


а | (b NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER 


43122-042 
21347-070 
23421-204 
23133-451 


5310-00-477-2425 
5310-00-469-4003 


A 


A а а 


k 


га 


5305-00-476-7603 SCREW, MACHINE... 
TAG, SOLDER 

TAG, SOLDER 
SCREW, SET, HEX 
GEAR, BEVEL 
WASHER, CRINKLE.. 


Lia N 
оомо паво го — O со со ФО +. Ф ~ 


GE35070D10BN 
33213-532 


8 
8 
8 
8 
8 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 
41 SĄ E 


37576-111 


ОС 02 Оз ОФ — — N + — — 


A 


SCALE, PRINTED 
DRUM CASTING 
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Figure 9. Oscillator Board A2a 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | vol CODE NUMBER NUMBER USABLE ON CODE 


GROUP 0201 OSCILLATOR BOARD A2a 


SMT9/10.9 CAPACITOR 
PF160/220/G/AA | CAPACITOR .... 
PF160/1000/G/AA| CAPACITOR .... 
PF500/100/G/AA | CAPACITOR 
CAPACITOR 
CAPACITOR, FIXED, CER... 
5910-00-115-8200 ў CAPACITOR, FIXED, CER... 
CAPACITOR 


оомо л + ог 


TRANSFORMER, POWER.. 
SOCKET, TRANSISTOR 
RESISTOR 
RESISTOR... 
RESISTOR 
5905-00-914-9236 RESISTOR, FIXED, FILM 
5905-00-726-1877 RESISTOR, FIXED, FILM 
5905-00-772-9460 RESISTOR, FIXED, FILM 
5905-00-471-6153 RESISTOR, FIXED, FILM 
5905-00-771-2285 RESISTOR, FIXED, FILM 
RESISTOR 
RESISTOR... 


9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 
9 


34461-712 


ТМ 11-6625-3017-24P 


19 


19 


ai 
о 
oi 


20,21 


9 


20,21 | 


19 


EL8AZOIO 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH A2B. 


Figure 10. Harmonic Generator Board A2b 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | vol CODE NUMBER NUMBER USABLE ON CODE 


GROUP 0202 HARMONIC GENERATOR BOARD A26 


A 


5910-00-115-5364 26324-833 САРАСІТОВ, FIXED, CER 
26324-072 CAPACITOR, FIXED, PAP 
26383-26383-031 | CAPACITOR, FIXED, CER... 
САРАСІТОВ, FIXED, CER... 
САРАСІТОВ, FIXED, CER 
САРАСІТОВ, VARIABLE 
САРАСІТОВ, FIXED, PAP ... 
CAPACITOR, FIXED.CER.... 
5910-00-115-3612 CAPACITOR, FIXED.PLA 
TRANSFORMER, POWER 
TRANSFORMER, РОМЈЕВ .. 
RESISTOR, САВВОМ 
RESISTOR, CARBON ... 
RESISTOR, CARBON... 
RESISTOR, CARBON... 
RESISTOR, CARBON... 
RESISTOR, CARBON ... 
TRANSISTOR 


b mh i mi wk ck: „A mi 


A 


а m m m» 
А m m m m а 


A 


A 


A u „u 
OQ©ONOOTAONP<"OOONO0RONDP — 


L 


A 


N 
о 


28488-113 INSULATOR, DISK 
28488-057 SOCKET, TRANSISTOR 


£ 


0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
10 
10 
0 
0 
0 
0 
0 
0 
0 
0 
0 


№ 
A 


ТМ 11-6625-3017-24P 


тмтэгз 


2,89 10 2,8,9 


SECTION A-A 
ELBAZOI I 


Figure 11. IF Amplifier 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 03 IF ANPLIFIER 


WASHER, CRINKLE.. 
CAPACITOR ........... 


5310-00-469-4002 


оомо Ot + Q NP ~ 


5310-00-477-2425 


5935-00-160-5382 


= = = O ~ ~ ~ ~ ~ = = со со 


ТМ 11-6625-3017-24P 


REF. | ITEM || REF. JITEM || REF. JITEM || REF. JITEM 
DES. | NO. || DES. NO. | DES. | NO. | DES.) NO. 


7 per | и | са | и | 
| сг | ı [се] í | 
рен 

27 27 | сів | ú | 
б СЕЕНГЕЕЕ 
се | ve | з | 
ст | їз | 
св | 14 

со | 1 |ts| з. 
сю ERES 

"T | 

сіг | 
| ЕЛІНЕ ГЕ 
Eecher SRA BER ШЕ GE) 


Figure 12. IF Amplifier Board A3 


34 


=> 
N | 
| => 
| 3 | 


SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | vol CODE NUMBER NUMBER USABLE ON CODE 


GROUP 0301 IF AMPLIFIER BOARD A3 


5910-00-325-7132 UK25-503 САРАСІТОВ, FIXED, CER 
5910-01-058-1129 CMRO5F361- CAPACITOR, MICA 

GODR 

1B65541-K0040- | INDUCTOR, SCREENED 

A00 
5961-00-192-2593 1853-0244 TRANSISTOR 

2N3251 TRANSISTOR 
5905-00-401-8678 RLR20C3901GR |RESISTOR, FIXED, FILM 
5905-00-350-1976 RESISTOR, FIXED, FILM 
5905-00-985-4889 RESISTOR, FIXED, FILM 
5905-00-974-6043 RESISTOR, FIXED, FILM 
5905-00-820-9124 RESISTOR, FIXED, COMP... 
5905-00-106-1356 RESISTOR, FIXED, COMP... 
5905-00-969-5854 RESISTOR, FIXED, FILM 
5905-00-914-9213 RESISTOR, FIXED, FILM 
5905-00-775-0637 RESISTOR, FIXED, FILM 
5905-00-728-4810 RESISTOR, FIXED, FILM 
5905-00-242-2348 RESISTOR, FIXED, 
5905-00-043-0381 RESISTOR, FIXED, FILM 
5905-00-882-0061 RESISTOR, FIXED, FILM 
5905-00-240-2756 RESISTOR, FIXED, FILM 
5905-00-401-8676 RESISTOR, FIXED, FILM 
5905-00-405-8352 RESISTOR, FIXED, FILM 
5905-00-755-8389 


о fO OL (QQ i à = à a a аа E Ко По По - o По ГО CO CO 


28488-108 


ТМ 11-6625-3017-24P 


23 1,2,3 4 5 6 7,8 
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Іг 
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Figure 13. Limiter and Discriminator 
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SECTION II TM 11-6625-3017-24P 


(3) (5) (6) 
КЕСЕ DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 04 LIMITER AND DISCRIMINATOR 


A 


5310-00-469-4003 21382-136 


k — 


A A 


A 


N 
оз 02 00 Оз Оз Оз 02 Оо Оо 
со соч O) о) Q N ~ 
N +£ + — — — N) + + 


1B62110-A4045- 

X00 

AZ361-4K7P 

21382-137 

21177-616E WASHER, CRINKLE.. 
WASHER, CRINKLE.. 


å а а а 
го 


A 


A 


Est 


A 


A 


A 


A 


3 
3 
3 
3 
3 
3 
13 
3 
3 
3 
3 
3 
3 


SOS — = ~ сосо + + + + + 


33526-427 


ТМ 11-6625-3017-24P 


ON, 


TE REFERENCE DESIGNAT 


E 


Yr ° 
-2 
ша 


NOTE: FOR COMPL 


ELBAZOI4 


Figure 14. Limiter A4 
38 


PREFIX WITH A4. 


SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 0401 LIMINATOR A4 


A 


A 


АМІС 


A 


A 


A 


5905-00-110-7620 RESISTOR, FIXED, СОМР 
5905-00-135-6045 RESISTOR, FIXED, COMP 
5905-00-135-6046 RESISTOR, FIXED, COMP 
5905-00-120-9154 RESISTOR, FIXED, COMP 
5905-00-14—1183 RESISTOR, FIXED, COMP 
5905-00-490-0039 RESISTOR, FIXED, FILM 
5905-00-969-5854 RESISTOR, FIXED, FILM 
5905-00-914-9213 RESISTOR, FIXED, FILM 
5905-00-804-0943 і RESISTOR, НХЕР, СОМР 
5909-00-043-0381 RESISTOR, FIXED, FILM 
5905-00-775-0637 RESISTOR, FIXED, FILM 
5905-01-027-5486 RESISTOR, VARIABLE, N.... 


k u 


A 


L — 
si 


A 
A 


A u 
а „m — 


A 


A 


A 
RARRARARARARARARRRARRAR R RR 
мо ль оо S — O оомо om + о; 
= (9-і 24242 42 4 гос ОКО = Го 


а u 


A 


A 


A 


A 


5970-00-036-5141 


A 


A 
A 
14 
A 
A 


о о б о со 


34461-712 


ТМ 11-6625-3017-24P 


DES. 


со 
Am 


E ele: Е ЕЕ Rete: Ne 
Ге Тов Ге | re | s [яз] 
spe perpe лета ne e 
[re | ie | ns | а | 
17 | ne | | 
ЕМЕЛ 
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[m | za | 
ERES 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH A5. EL8AZOI5 


| 

2 
E из 
B ri 
E= МЕ 


Figure 15. Discriminator А5 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(a) | (b) NATIONAL 
FIG | ITEM| SMR STOCK 
NO.| NO.| CODE NUMBER 


PART 
NUMBER 


ЕКОЕ eui ct Get et НЕЕ pak NEE А, echt (ect. mk eek E ТЕ Zeckt, oł, scht ect „ai. АЁ 
лл л л O1 O1 O1 C1 O1 VI 0101010101 сло сл O1 Сп сл C1 VI O1 O1 сл 


A 


A — 


A 


0 OO O 


au mm mm m а 
оомо л +. оо го — O оо NOO RON ~ 


a 


L 


5910-00-325-7132 


5910-00-009-4597 


5905-00-11-8357 

5905-00-109-8881 
5905-00-104-8348 
5905-00-192-4490 
5905-00-110-0196 
5905-00-106-9344 
5905-00-185-8510 
5905-00-106-1282 
5905-00-766-8368 
5905-00-926-8708 
5905-00-814-7592 
5905-00-974-6043 
5905-00-900-1219 


5905-00-111-4858 
5905-01-016-8580 


UK25-503 
C030B102E100D 
C030B102F2205 
DM15-3005 
M39018/01-0625 


1B62110-A4045- 
X00 
831-55021-034 


34461-712 


GROUP 0402 DISCRIMINATOR A5 


САРАСІТОВ, FIXED, CER 
САРАСІТОВ, СЕВАМІС 
CAPACITOR, СЕВАМІС 
САРАСІТОВ, PLASTIC 
САРАСІТОВ, FIXED, ELE 


TRANSISTOR 

TRANSISTOR 

TRANSISTOR 

RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM SELECT 
RESISTOR, FIXED, FILM SELECT 
RESISTOR, FIXED, FILM SELECT 
RESISTOR, FILM 

RESISTOR, FIXED, COMP... 
RESISTOR, VARIABLE, N.... 


> оз о Го —- - Г O 


A 


ТМ 11-6625-3017-24P 


(2 LI 
4 4 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 


PREFIX WITH Аб. EL8AZOI6 


Figure 16. 200 KHz Filter Board, A6 
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SECTION II 


LLUSTRATION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK 
NO. | МО. | CODE NUMBER 


5905-00-197-4289 


TM 11-6625-3017-24P 


(5) (6) 
DESCRIPTION 


PART 
NUMBER USABLE ON CODE 


GROUP 05 200 KHZ FILTER BOARD A6 


САРАСІТОВ, MICA 

САРАСІТОВ, MICA 
RNC60H1001FS | RESISTOR, FIXED, FILM. 
1811CA103D3 


ТМ 11-6625-3017-24P 


19 
19 
Les | 2 [os | є | па | ю | no | ro ўпа | e | 
NOTE: РОК COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH A7. ELBAZOI7 


Figure 17. 1st LF Amplifier Board, A7 
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SECTION II 


LLUSTRATION 


(a) | (b) 


FIG | ITEM| SMR 
NO. NO. | CODE 


& eck Zeck. cà 


A m m c 


A 


A m m m m m а 
1 m m m m m m m 


A 


NNNNNNNNNNNNNNNNNNN 
N 
оо ОС БО го — © «о соч O ол + сого — 


A 


a 


(3) 


NATIONAL 
STOCK 
NUMBER 


5910-00-760-1256 


5961 -00-892-0800 
5905-00-106-9344 
5905-00-197-4289 
5905-00-141-1116 
5905-00-141-1168 
5905-00-279-3504 
5906-00-926-8708 
5905-00-197-4342 
5905-00-279-1897 
5905-00-279-1894 
5905-00-1061282 

5905-00-110-0196 


(5) 


PART 
NUMBER 


RCR20G102JS 
7717-4N 
831-55021-034 


TM 11-6625-3017-24P 


(6) 
DESCRIPTION 


USABLE ON CODE 


GROUP 06 15" LF ANPLIFIER BOARD A7 


CAPACITOR, ELEC 
CAPACITOR, ELEC 
CAPACITOR, CERAMIC... 
CAPACITOR, FIXED, ELE 
TRANSISTOR 
TRANSISTOR 

RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP... 
PAD, TRANSISTOR 
SOCKET, PLUG-IN ELEC 


ТМ 11-6625-3017-24P 


8 2,3,9 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, . 
PREFIX WITH АВ. | EL8AZOI8 


Figure 18. 15 KHz Filter Board, A8 
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SECTION II TM 11-6625-3017-24P 


(3) (5) (6) 
mw DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO.| NO.| CODE NUMBER NUMBER USABLE ON CODE 


GROUP 07 15 KHZ FILTER BOARD AB 


L 


TAG, SOLDER 
WASHER, CRINKLE.. 


A 


A 


5310-00-469-4003 


A 


£ 


.0068100V 
41561-009 
1811CA1603B7 
23211-546 


A 


A 


=== N — + о ст N 


8 1 
8 2 
8 3 
8 4 
18 5 
8 6 
8 7 
8 8 
8 9 


£ 


ТМ 11-6625-3017-24P 


O 


e] 


22 и Ë 
ој © 5 
ФУ, ) Š 
| | 
= О © 
ој О. R У 
22 : ст 
= [Свз ] 
(о) de: 
l 
| R22 | 


REF. ЕИ а ITEM || REF. | ITEM || REF. | ITEM || REF. | ITEM || REF. | ITEM 
DES.| NO. || DES. | NO. || DES. | МО. || DES.| NO. || DES.) NO. | DES. | МО. 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH A9. EL8AZOI9 


Figure 19. 2nd LF Amplifier Board, A9 
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SECTION II 


LLUSTRATION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK 
NO. | МО. | CODE NUMBER 


TM 11-6625-3017-24P 


(5) (6) 
DESCRIPTION 


PART 


NUMBER USABLE ON CODE 


GROUP 08 27 LF AMPLIFIER BOARD A9 


а а m m» 


A 


A „m m а 


А m m m m m а 


A 


A „m m m» 


A 


о СО cO СО cO CO (о КО СО cO CO CO о о КО СО (о CO СО, о о СО 


à mmm m m m ca 


SER 
оомо тл) Ь оо го -— о со со LO + о) 


5910-00-989-9450 


5910-00-009-4597 
5910-00-760-1256 


5961-00-554-0291 
5905-00-111-4734 
5905-00-197-4289 
5905-00-141-1116 
5905-00-141-1168 
5905-00-279-3504 
5905-00-197-4342 
5905-00-914-9256 
5905-00-682-7773 
5905-00-279-1897 
5905-00-279-1894 
5905-00-106-1282 
5905-00-110-0196 
5905-00-763-5280 


3386W-1-203 
7717-4N 


CAPACITOR 


CAPACITOR, FIXED, CER... 


CAPACITOR, CERMAIC 


CAPACITOR, FIXED, ELE.... 


CAPACITOR, FIXED, ELE 
TRANSISTOR 
TRANSISTOR 


RESISTOR, FIXED, COMP... 


RESISTOR, FIXED, FILM 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP... 


RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, FILM 


RESISTOR, FIXED, COMP... 


RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP... 


RESISTOR, FIXED, FILM 
RESISTOR, VARIABLE, N 
PAD, TRANSISTOR 


D+ "=" = И О ВБ > — = 5 ~ ~ о N HW 


ТМ 11-6625-3017-24P 


REF. |ITEM || REF. |ITEM || REF. |ITEM || REF. | ITEM || REF. NOS REC ШЫ 
DES. | МО. ke NO. Z3 ЕСЕ СЕ МО. || DES. 


rie | ме | е fre 
E ЕЕЕ ЕЕЕ 
НЕЕ É | е [Rze | 15 
| ва | 18 


МОТЕ: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH AIO. EL8AZ2020 


Figure 20. Peak Reading Voltmeter Board, A10 


SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
мо. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 09 PEAK READING VOLTMETER BOARD A10 


5910-00-760-1256 TT15X100A CAPACITOR, FIXED, ELE 


st 


a? 


5910-00-989-9450 


5910-00-009-4597 
59100-00-235-2356 


5961 -00-022-5664 


5961 -00-842-6937 
5905-00-401-8678 
5905-00-141-1116 
5905-00-988-2319 
5905-00-279-1880 
5905-00-279-2504 
5905-00-141-1168 


САРАСІТОВ, FIXED, CER... 
САРАСІТОВ 

САРАСІТОВ, FIXED, ELE.... 
САРАСІТОВ, FIXED, ELE 
САРАСІТОВ, PLASTIC 
CAPACITOR, СЕВАМІС 
SEMICONDUCTOR DEVIC.. 
TRANSISTOR 
TRANSISTOR 

RESISTOR, FIXED, FILM 
RESISTOR, FIXED, COMP... 
RESISTOR, FIXED, FILM 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP... 


a, u 
100 


5905-00-405-8352 RESISTOR, FIXED, FILM 
5905-00-185-8510 RESISTOR, FIXED, COMP 
5905-00-197-4342 RESISTOR, FIXED, FILM 
5905-00-914-9213 RESISTOR, FIXED, FILM 
5905-00-926-8708 RESISTOR, FIXED, FILM 
5905-00-192-3458 RESISTOR, FIXED, FILM 
5905-00-192-0390 RESISTOR, FIXED, COMP... 
RESISTOR, VARIABLE, N.... 


a 


L 


i å 
0 со NDOU + оо го — O осо O) OQ + Q NP — 


2 
3 
2 
2 
1 
1 
1 
6 
1 
1 


43121-309 


ТМ 11-6625-3017-24P 


ITEM || REF. | ТЕМ ITEM 
DES. | МО. NO. 


Te 
7 
8 

ки 

до 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH Ali. ELBAZOZI 


Figure 21. AM Detector Board, A11 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) b NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 10 AM DETECTOR BOARD A11 


5910-00-989-9450 33С41В6 
Р511-00068-200- 
Р11-0028-150-2 


5820-01-107-1765 


5961-00-192-2593 
5961-00-995-7824 
5905-00-490-0039 RESISTOR, FIXED, FILM 
5905-00-787-4880 RESISTOR, FIXED, FILM 
5905-00-926-8708 RESISTOR, FIXED, FILM 
5905-00-900-2089 RESISTOR, FIXED, FILM 
5905-00-985-4889 RESISTOR, FIXED, FILM 
5905-00-197-4342 RESISTOR, FIXED, FILM 
5905-00-768-5922 RESISTOR, FIXED, FILM 
5905-00-914-9213 RESISTOR, FIXED, FILM 
5905-00-775-0637 
5905-00-988-2319 
5905-00-985-4889 
5905-00-900-0814 
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со со NDU +. оо го — O оо со л + GQ N ~ 
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ЖЫ: 
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ПЕ лає тем 
si 
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NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH Al2. EL8A2022 


Figure 22. Calibrator Board, A12 
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о = 


SECTION II 


(2) 
SMR 
CODE 


( 
LLUSTRATION 


(a) 
FIG 
NO. 


А m m m m m а 


= 
со мо л) + G S — O OO ч O) Q + о, 


L 


1) 
(b) 
ITEM 
NO. 


(3) 


NATIONAL 
STOCK 
NUMBER 


5910-00-195-4298 
5910-01-008-8464 
5910-00-103-1672 
5910-00-185-4184 


5910-01-008-8463 
5910-00-911-5945 
5910-00-936-0581 
5910-00-4597 

5910-00-989-9450 


5961-00-121-9865 
5961-00-414-1662 


5905-00-141-0598 
5905-00-192-3981 
5905-00-137-4365 
5905-00-141-1116 
5905-00-110-0196 
5905-00-106-1282 
5905-00-051-8007 
5905-00-279-2616 
5905-00-185-8510 
5905-00-111-4858 
5905-00-190-8883 


5310-00-469-4002 


5305-00-476-7562 


09553 
5310-00-469-4003 


(5) 


PART 
NUMBER 


C030B102G330J 


8000DG1AUGAT 
35527-710 
35331-422 


09553 |21382-136 
09553 |21321-470 


(6) 
DESCRIPTION 


GROUP 11 CALIBRATOR BOARD A12 


CAPACITOR, FIXED, CER 


CAPACITOR, FIXED, PLA.... 


CAPACITOR, FIXED, PLA 
CAPACITOR, FIXED, PLA 
CAPACITOR, CERAMIC 


CAPACITOR, FIXED, PLA.... 


CAPACITOR, FIXED, PLA 
CAPACITOR, FIXED, PLA 


CAPACITOR, FIXED, ELE.... 
CAPACITOR, FIXED, CER... 


RESISTOR, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 
RESISTOR, FIXED, FILM 


RESISTOR, FIXED, СОМР .. 


RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP.. 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, COMP... 


RESISTOR, FIXED, COMP 
RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP... 


TM 11-6625-3017-24P 


USABLE ON CODE 


‘La в оо со го го - По Го - а CO № — 


о ГО sss 


+ сл N 


A 


аа а а а а Гэ Го Го ОО 


ТМ 11-6625-3017-24P 


ІЗ 14,15 ІЗ 14,516 1,2,3 а 
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Ге | KA 
We LE xa. (35,6 
10,11 F| = DE 
пој å ° Хех Gjer 
å AAAA И И 
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21,22,41 42 
7 39 a 
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си јсој со f14,33,34 27 
36 | 36] 36 
38 QI 35 32 СІ 
% 3 
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Figure 23. Power Supply Board, A13 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 


(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER USABLE ON CODE 


GROUP 12 POWER SUPPLY BOARD A13 


21851-363 


5920-00-031-5181 


WASHER, CRINKLE.. 
TERINAL, MIN 
SLIDER, SWITCH, ЗА... 


si 


st 


5310-00-469-4002 


A 
~ М 


га 


COVER, SWITCH 
WASHER.CRINKLE... 
5305-00-476-7596 SCREW, MACHINE 
TRANSFORMER, MAINS. 


i u A 
0 со NDU +. оо N) — O оо JO OQ + о 


10 © 


5310-00-469-4003 


5310-00-476-74B2 


5310-00-477-2425 


WASER, SPRNG TENSI.. 

STRIP, TAG 

CAPACITOR, CERAMIC 

5961-00-882-8506 TRANSISTOR 

5999-00-406-0434 MOUNTING PAD, ELECTR.. 
23231-012 TAG, SOLDER 


МЮ S го б — оо ГО — — о — омо Б o М ГГ М 


SECTION II 


LLUSTRATION 
(a) | (b) 
FIG | ITEM| SMR 
. | NO.| CODE 


(3) 


NATIONAL 
STOCK 
NUMBER 


(5) 


PART 
NUMBER 


21321-470 
5305-00-476-7603 


5961-00-914-6005 


5905-00-185-8510 


35313-522 


RESISTOR, COMP 


(6) 
DESCRIPTION 


SEMICONDUCTOR DEVIC.. 


RESISTOR, WW 


RESISTOR, FIXED, COMP... 


PWR CHASSIS ASSY 
FILTER, RADIO FREQUE 
BRACKET 


TM 11-6625-3017-24P 


USABLE ON CODE 


ТМ 11-6625-3017-24P 


зи тає FETT 
DES. e DES. | МО. || DES. "NO. 
с | г ўсе | 4 || Ra | 9- 
с2 | 2 | REA 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 
PREFIX WITH AI3. EL8AZ024 


Figure 24. Printed Board Assembly 
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SECTION II TM 11-6625-3017-24P 


(2) (3) (5) (6) 
LLUSTRATION DESCRIPTION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | vol CODE NUMBER NUMBER USABLE ON CODE 


GROUP 1201 PRINTED BOARD ASSEMBLY 


САРАСІТОВ.СЕВАМІС 
5910-00-688-6881 CAPACITOR.FIXED, ELE. 


5910-00-812-0086 


5961-00-402-1372 SEMICONDUCTOR DEVIC.. 
5905-00-079-35641 RESISTOR, FIXED, FILM 
5905-00-273-9720 RESISTOR, FIXED, FILM 
5905-00-142-0931 PESISTOR, FIXED, FILM 
5905-00-19-88aSl RESISTOR, FIXED, COMP... 
RESISTOR, VARIABLE, N.... 
INTEGRATED CKT REG 
28488-113 INSULATUR, DISK 


оомо Ot + GQ) NP ~ 


+ S S — ~ — М — М Г h° М ГО 


ТМ 11-6625-3017-24P 


RI RVI СІ 


4, 5,6 


4,5,6 


NOTE: FOR COMPLETE REFERENCE DESIGNATION, 


PREFIX WITH Al4. EL8AZ025 


Figure 25. Component Board, A14 
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SECTION II 


LLUSTRATION 
(а) | 6) NATIONAL 
FIG | ITEM| SMR STOCK PART 
NO. | МО. | CODE NUMBER NUMBER 


5905-00-250-4797 
5910-00-009-4597 


3389Р-1-502 


5305-00-476-7603 
5310-00-477-2425 


ТМ 11-6625-3017-24Р 


(6) 
DESCRIPTION 


USABLE ON CODE 


GROUP 13 COMPONENT BOARD A14 


SCREW, MACHINE... 
WASHER, FLAT 
WASHER, CRINKLE 
RESISTOR, FILM 


ТМ 11-6625-3017-24P 


EL8AZ026 


Figure 26. Test Fixture Assembly 
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SECTION II 


( 
LLUSTRATION 


(a) 
FIG 
NO. 


1) 
(b) 
ITEM 
NO. 


(2) 
SMR 
CODE 


(3) (5) 


NATIONAL 
STOCK PART 
NUMBER NUMBER 


21321-472 


44688-002 


TM 11-6625-3017-24P 


(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP 14 TEST FIXTURE ASSEMBLY 


WASHER, CRINKLE 
BOARD ASSY 


SECTION IV TM 11-6625-3017-24P 
NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 
STOCK NUMBER NO.. NO. STOCK NUMBER NO. NO. 

5910-00-009-4597 15 5 5905-00-279-1894 17 15 
5910-00-009-4597 19 4 5905-00-279-1894 19 17 
5910-00-009-4597 20 4 5905-00-279-1897 17 14 
5910-00-009-4597 22 9 5905-00-279-1897 19 16 
5910-00-009-4597 25 2 5905-00-279-2616 22 22 
5961-00-022-5664 20 8 5905-00-279-3504 17 11 
5920-00-031-5181 23 4 5905-00-279-3504 19 12 
5970-00-036-5141 14 21 5905-00-219-3504 20 15 
5905-00-043-0381 12 17 5910-00-325-7132 5 52 
5905-00-043-0381 14 14 5910-00-325-7132 12 1 
5905-00-051-8007 22 21 5910-00-325-7132 15 1 
5905-00-079-3564 24 7 5905-00-350-1976 12 7 
5910-00-103-1672 22 3 5905-00-401-8676 12 20 
5905-00-104-8348 15 12 5905-00-401-8678 12 6 
5905-00-106-1282 15 17 5905-00-401-8678 20 11 
5905-00-106-1282 17 16 5961-00-402-1372 24 6 
5905-00-106-1282 19 18 5905-00-405-8352 12 11 
5905-00-106-1282 22 20 5905-00-405-8352 20 17 
5905-00-106-1356 12 11 5999-00-406-0434 23 38 
5905-00-106-3666 5 45 5961-00-414-1662 22 13 
5905-00-106-9344 15 15 5310-00-469-4002 4 70 
5905-00-106-9344 17 7 

5905-00-110-0196 15 14 5310-00-469-4002 12 6 
5905-00-110-0196 17 17 5310-00-469-4002 22 28 
5905-00-110-0196 19 19 5310-00-469-4002 23 14 
5905-00-110-0196 22 19 5310-00-469-4003 3 14 
5905-00-110-7620 14 5 5310-00-469-4003 4 52 
5905-00-111-4734 19 8 5310-00-469-4003 5 10 
5905-00-111-4858 15 22 5310-00-469-4003 7 4 
5905-00-111-4858 22 24 5310-00-469-4003 8 8 
5905-00-111-8357 15 10 5310-00-469-4003 13 1 
5910-00-115-3612 10 9 5310-00-469-4003 18 3 
5910-00-115-5364 10 1 5310-00-469-4003 22 36 
5910-00-115-5367 6 2 5310-00-469-4003 23 21 
5910-00-115-8200 9 7 5905-00-471-6153 9 19 
5905-00-120-9154 14 8 5310-00-476-7446 2 2 
5961-00-121-9865 22 12 5310-00-476-7482 4 9 
5905-00-135-6045 14 6 5310-00-476-7482 23 25 
5905-00-135-6046 14 7 5305-00-476-7562 22 31 
5905-00-137-4365 22 17 5305-00-476-7596 3 5 
5905-00-141-0598 22 15 5305-00-476-7596 4 11 
5905-00-141-1116 17 9 5305-00-476-7596 6 35 
5905-00-141-1116 19 10 5305-00-476-7596 23 18 
5905-00-141-1116 20 12 5305-00-476-7598 7 14 
5905-00-141-1116 22 18 5305-00-476-7603 4 58 
5905-00-141-1168 17 10 5305-00-476-7603 5 Ad 
5905-00-141-1168 19 11 5305-J0-476-76U3 7 19 
5905-00-141-1168 20 16 5305-00-476-7603 8 16 
5905-00-141-1183 5 49 5305-00-476-7603 23 4 
5905-00-141-1183 14 9 5305-00-476-7603 25 4 
5905-00-142-0931 24 9 5310-00-471-2425 4 51 
5935-00-160-5382 11 13 5310-00-477-2425 5 8 
5910-00-185-4184 22 4 5310-00-477-2425 7 9 
5905-00-185-8510 15 16 5310-00-477-2425 8 7 
5905-00-185-8510 20 18 5310-00-477-2425 11 v 
5905-00-185-8510 22 23 531L0-0-477-2425 23 -9 
5905-00-185-8510 23 53 5310-00-477-2425 25 5 
5905-00-190-8881 15 11 5905-00-490-0039 14 10 
5905-00-190-8881 24 10 5905-00-490-0039 21 9 
5905-00-190-8883 22 25 5961-00-554-0291 19 7 
5905-00-192-0390 20 23 5905-00-682-4105 5 47 
5961-00-192-2593 12 4 5905-00-682-7773 19 15 
5961-00-192-2593 21 НА 5910-00-688-6881 24 2 
5905-00-192-3458 20 22 5905-00-726-1877 9 17 
5905-00-192-3981 22 16 5905-00-728-4810 12 15 
5905-00-192-4490 15 13 5905-00-755-8389 12 22 
5910-00-195-4298 22 1 5910-00-760-1256 17 4 
5905-00-197-4289 16 3 5910-00-760-1256 19 5 
5905-00-197-4289 17 8 5910-00-760-1256 20 1 
5905-00-197-4289 19 9 5905-00-763-5280 19 20 
5905-00-197-4342 17 13 5905-00-766-8368 15 18 
5905-00-197-4342 19 13 5905-00-767-3204 4 40 
5905-00-197-4342 20 19 5905-00-768-5922 21 15 
5905-00-197-4342 21 14 5905-00-771-2285 9 20 
5910-00-235-2356 20 5 5905-00-772-9460 9 18 
5905-00-240-2756 12 19 5905-00-775-0637 12 14 
5905-00-242-2348 12 16 5905-00-775-0637 14 15 
5905-00-250-4797 25 1 5906-00-775-0637 21 17 
5905-00-273-9720 24 8 5905-00-787-4880 21 10 
5905-00-279-1880 20 14 5905-00-804-0943 14 13 
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SECTION IV TM 11-6625-3017-24P 


NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 
STOCK NUMBER NO. NO. STOCK NUMBER NO. NO. 
5910-00-812-0086 24 4 5905-00-969-5854 12 12 
5905-00-814-7592 15 20 5905-00-969-5854 14 11 
5905-00-820-9124 12 10 5905-00-974-6043 12 9 
5961-00-842-6937 20 10 5905-00-974-6043 15 20 
5905-00-882-0061 12 18 5905-00-985-4889 12 8 
5961-00-882-8506 23 37 5905-00-985-4889 21 13 
5961-00-892-0800 17 6 5905-00-985-4889 21 19 
5905-00-900-0814 21 20 5905-00-988-2319 20 13 
5905-00-900-1219 15 20 5905-00-968-2319 2L 18 
5905-00-900-2089 21 12 5910-00-989-9450 19 2 
5910-00-911-5945 22 T 5910-00-989-9450 20 2 
5961-00-914-6005 23 51 5910-00-989-9450 21 1 
5905-00-914-9213 12 13 5910-00-989-9450 22 10 
5905-00-914-9213 14 12 5961-30-995-7824 21 8 
5905-00-914-9213 20 20 5910-01-008-8463 22 6 
5905-00-914-9213 21 16 5910-01-008-8464 5 15 
5905-00-914-9236 9 16 5910-01-008-8464 22 2 
5905-00-914-9256 19 14 5905-01-016-8580 15 23 
5905-00-926-8708 15 19 5905-01-027-5486 14 16 
5905-00-926-8708 17 12 5910-01-058-1129 12 2 
5905-00926-8708 20 21 5820-01-107-1765 21 5 
5905-00-926-8708 21 11 6625-01-114-0372 7 43 
5910-00-936-0581 22 8 
FIGURE ITEM FIGURE ITEM 

FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 
20846 AA2525S30N 22 26 K0142 PF160/1000/G/AA 9 3 
K1672 AZ361-4K7P 8 13 K0142 PF160/220/G/AA 9 2 
K1672 AZ361-4K7P 13 11 K0142 PF500/100/G/AA 9 4 
K1672 A030100KU 9 6 45413 PP11.0068100V 18 6 
13715 A1827 9 12 45413 PP11-201-100-1 4 41 
13048 A5615-1 19 7 45413 PP11-302-100-1 4 45 
K0004 BC109 15 8 K1672 P100AD2.2DA 9 7 
25088 B62110-A4045-X001 13 10 K1672 P100AD22JA 9 9 
25088 B62110-A4045-X001 14 17 K1672 P100AD33JA 6 2 
25088 862110-A4045-X001 15 24 K1672 P100AD47GA 9 5 
25088 B65541-K0040-A001 12 3 K1672 P100AD68GA 9 8 
10296 CLR1206/10S/5K0 4 4 45413 P11-0028-150-2 21 3 
70296 CLR1206/10S/500R0 5 33 72928 P356AZ104J 22 6 
81349 CMR05F361GODR 12 2 45413 Р511-00068-200-2 21 2 
56289 C030B102E100D 15 2 81349 RCRO7G101JS 5 49 
09553 C030B102E150J 19 3 81349 RCRO7G101JS 14 9 
56289 C030B102E150J 17 3 81349 RCRO7G102JS 14 5 
56289 C030B102E150J 20 7 81349 RCRO7G103JS 5 45 
56289 C030B102F2205 15 3 81349 RCRO7G152JS 12 11 
56289 C030B102G330J 22 1 81349 RCR07G330JS 14 6 
14655 DM-19-152 16 1 81349 RCR07G471JS 14 8 
14655 DM-19-751 16 2 81349 RCR07G681JS 14 7 
14655 DM15-3005 15 4 81349 RCR20GF472J 22 14 
14655 DM15-511J 5 30 81349 RCR20G101JS 15 15 
К1072 GE35006HBN 6 22 81349 RCR20G101JS 17 7 
K1072 GE35070D10BN 8 39 81349 RCR20G102JS 15 14 
83330 HHS2172 23 42 81349 RCR20G102JS 17 17 
99813 JANSH3164-A 4 46 81349 RCR20G102JS 19 19 
81349 JANTX1N914 20 8 81349 RCR20G102JS 22 19 
81349 JAN1N5415A 24 5 81349 RCR20G222JS 17 10 
81349 JAN2N2945A 22 12 81349 RCR20G222JS 19 11 
09553 LM304H 24 12 81349 RCR20G222JS 20 16 
00154 L1465CCS 6 8 81349 RCR20G223JS 15 17 
K0004 MR25DG103 6 1 81349 RCR20G223JS 17 16 
K0004 MR25DG181 9 22 81349 RCR20G223JS 19 18 
K0004 MR25DG221 9 13 81349 RCR20G223JS 22 20 
30702 MR25DG224 5 29 81349 RCR20G332JS 15 12 
K0004 MR25DG270 9 14 81349 RCR20G470JS 19 8 
K0004 MR25DG270 9 15 81349 RCR20G471JS 15 22 
K0004 MR25DG272 6 6 81349 RCR20G471JS 22 24 
K0004 MR25DG471 6 14 81349 RCR20G561JS 22 15 
K0004 MR25DG560 6 18 81349 RCR20G562JS 17 9 
K0004 MR25DG680 9 21 81349 RCR20G562JS 19 10 
96906 MS51964-20 7 55 81349 RCR20G562JS 20 12 
81349 M22684-02-0065 9 20 81349 RCR20G562JS 22 18 
81349 M39018/01-0625 15 5 81349 RCR20G681JS 15 10 
81349 M39018/01-0625 19 4 81349 RC07GF180J 14 13 
81349 M39018/01-0625 20 4 81349 RC07GF220J 12 22 
81349 M39018/01-0625 22 9 81349 RC07GF224J 5 47 
81349 M39018/01-0625 25 2 81349 RC07GF390J 12 10 
14655 NLW 10-25 24 2 81349 RC07GF681F 12 23 
K0142 PF/125/680/G/AA 8 52 81349 RC20GF010J 23 50 
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SECTION IV TM 11-6625-3017-24P 
NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 
FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 
81349 RC20GF100J 22 25 81349 RN60D6040F 19 20 
81349 RC20GF103J 15 16 81349 RN60D8201F 15 21 
81349 RC20GF103J 20 18 81349 RN60D8250F 12 8 
81349 RC20GF103J 22 23 81349 RN60D8250F 21 13 
81349 RC20GF103J 23 53 81349 RN60D8250F 21 19 
81349 RC20GF105J 20 23 81349 RN65F102700 5 44 
81349 RC20GF124J 22 16 81349 RN65F102700 5 50 
81349 RC20GF153J 22 22 81349 RN65F118000 5 31 
81349 RC20GF182J 15 11 81349 RN65F142300 5 37 
81349 RC2OGF182J 24 10 81349 RN65F192500 5 41 
81349 RC20GF272J 20 14 81349 RN65F495000 5 38 
81349 RC20GF330J 15 13 K0066 SMT9/10.9 9 1 
81349 RC20GF472J 17 11 90201 SX330 22 3 
81349 RC20GF472J 19 12 90201 SX351 22 4 
81349 RC20GF472J 20 15 90201 TC10501A 23 23 
81349 RC20GF560J 17 14 37942 TC1505B 19 1 
81349 RC20GF560J 19 16 37942 TC1505B 20 3 
81349 RC20GF820J 17 15 90201 TC1505B 24 3 
81349 RC20GF820J 19 17 90201 TC25050 17 1 
81349 RLR20C1001GR 15 19 90201 TC3501B 17 2 
81349 RLR20C1001GR 17 12 07556 TC38480 23 46 
81349 RLR20C1001GR 20 21 37942 ТТ15ХІ00А 17 4 
81349 RLR20C1001GR 21 11 37942 TT15X100A 19 5 
81349 RLR20C1002GR 19 14 37942 TT15XI00A 20 1 
81349 RLR20C15ROGR 12 16 71590 UK25-503 5 52 
81349 RLR20C1800GR 9 16 71590 UK25-503 12 1 
81349 RLR20C1802GR 12 7 71590 UK25-503 15 1 
81349 RLR20C2000GR 12 9 80294 UK25-503 14 1 
81349 RLR20C2000GR 15 20 29604 0.001MFKV 22 5 
81349 RLR20C2001GR 14 10 14833 1N3773 14 3 
81349 RLR20C2001GR 21 9 14833 1N3773 15 6 
81349 RLR20C2002GR 17 13 14833 1N3773 22 11 
81349 RLR20C2002GR 19 13 81349 1N3773 21 6 
81349 RLR20C2002GR 20 19 04713 1N4004 23 51 
81349 RLR20C2002GR 21 14 80131 1N5245B 24 6 
81349 RLR20C3301GR 12 19 56289 10TCC-Q3 24 1 
81349 RLR20C39ROGR 12 20 94580 10031210-101 23 37 
81349 RLR20C3901GR 12 6 02114 102-00911-030 21 5 
81349 RLR20C3901GR 20 11 56289 150D156X9020B2 20 5 
81349 RLR20C4700GR 12 13 09553 15310-404 4 59 
81349 RLR20C4700GR 14 12 09553 15650-055 5 24 
81349 RLR20C4700GR 20 20 09553 16410-604 7 43 
81349 RLR20C4700GR 21 16 09553 1755-703 7 1 
81349 RLR20C7501GR 9 19 09553 1811CA103D3 16 4 
81349 RLS183J 25 7 02114 1811 СА1603В7 18 8 
81349 RL20S101J 21 12 59433 182182 23 4 
81349 RL20S104J 4 40 28480 1853-0244 12 4 
81349 RL20S152J 21 15 28480 1853-0244 21 7 
81349 RL20S153G 9 18 56289 192P3329R8 22 7 
81349 RL20S181J 15 20 56289 192P3929R8 22 8 
81349 RL20S221J 15 20 81349 2N1304 17 6 
81349 RL20S272J 12 14 01295 2N3013 15 9 
81349 RL20S272J 14 15 27014 2N3251 12 5 
81349 RL20S272J 21 17 27014 2N3251 14 4 
81349 RL20S273G 9 17 27014 2N3251 19 6 
81349 RL20S302J 15 18 27014 2N3251 20 9 
81349 RL20S331J 21 20 81349 2N3251 17 5 
81349 RL20S472J 12 18 81349 2N706 20 10 
81349 RL20S621J 21 10 21050 2N706A 15 7 
81349 RNC60H1001FS 16 3 80131 2N709 21 8 
81349 RNC60H1001FS 17 8 44655 200-8-1509 23 52 
81349 RNC60H1001FS 19 9 09553 21127-924 7 39 
81349 RNC60H1211FS 12 21 09553 21127-926 7 56 
81349 RNC60H1211FS 20 17 09553 21165-553 7 7 
81349 RNC60K5111FS 24 9 09553 21171-245 4 51 
81349 RNC60K6812FS 20 22 09553 21171-245 5 8 
81349 RNC60K8251FS 24 8 09553 21171-245 7 9 
81349 RNC60K8252FS 22 17 09553 21171-245 8 7 
81349 RN60D1102F 12 15 09553 21171-245 11 9 
81349 RN60D1502F 20 13 09553 21171-245 23 29 
81349 RN60D1502F 21 18 09553 21171-245 25 5 
81349 RN60D22R1 5 40 09553 21171-246 4 9 
81349 RN60D2211F 12 17 09553 21171-246 23 25 
81349 RN60D2211F 14 14 09553 21171-614 22 29 
81349 RN6OD2431F 24 7 09533 21177-614 4 22 
81349 RN60D2742F 22 21 09553 21177-614 4 69 
81349 RN60D2752F 5 48 09553 21177-614 6 11 
81349 RN60D4990F 19 15 09553 21177-614 6 16 
81349 RN60D5620F 12 12 09553 21177-614 11 7 
81349 RN60D5620F 14 11 09553 21177-614 22 30 
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SECTION IV TM 11-6625-3017-24P 
NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 
FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 


09553 21177-614 
09553 21177-615 


34 09553 21347-110 
13 09553 21347-110 


09553 21177-615 9 09553 21347-110 2 18 
09553 21177-615 4 09553 21347-112 46 
09553 21177-615 3 09553 21347-114 48 
09553 21177-615 6 09553 21347-116 10 
09553 21177-615 2 09553 21341-170 3 
09553 21177-615 2 09553 21347-447 44 
09553 21177-615 2 09553 21357-435 15 
09553 21177-615 35 09553 21357-435 53 
09553 21117-615 22 09553 21357-461 43 
09553 21177-615 6 09553 21357-470 44 
09553 21177-615 2 09553 21357-474 14 
09553 21177-616 9 09553 21357-476 37 
09553 21177-616 6 09553 21357-478 58 
09553 21177-616 10 09553 21357-510 32 


09553 21177-616 
09553 21177-616 
09553 21177-616 
09553 21177-616 
09553 21117-616 
09553 21177-616E 
09553 21177-618 
09553 21177-618 
09553 21177-618 
09553 21177-618 


13 09553 21357-510V(4BA) 
32 09553 21357-512 
8 09553 21357-512W(4BA) 
17 09553 21373-220 
5 09553 21374-317 
13 09553 21382-125 
5 09553 21382-126 
4 09553 213d2-128 
4 09553 21382-135 
1 09553 21382-135 
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+ 
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1 
09553 21177-622 09553 21382-135 2 28 
09553 21177-623 1 13 09553 21382-135 2 14 
09553 21177-623 4 38 09553 21382-136 14 
09553 21177-623 4 68 09553 21382-136 52 
09553 21177-623 5 4 09553 21382-136 10 
09553 21177-624 7 37 09553 21382-136 4 
09553 21177-624 8 23 09553 21382-136 8 
09553 21177-652 7 35 09553 21382-136 13 1 
09553 21177-652 8 33 09553 21382-136 18 3 
09553 21177-653 8 21 09553 21382-136 22 36 
09553 21177-656 6 30 09553 21382-136 23 21 
09553 21177-684 23 3 09553 21382-137 1 21 
09553 21315-132 8 19 09553 21382-137 3 21 
09553 21315-142 5 27 09553 21382-137 4 19 
09553 21315-144 7 42 09553 21382-131 8 31 
09553 21315-346 7 48 09553 21382-137 13 12 
09553 21321-435 23 15 09553 21382-137 23 24 
09553 21321-442 23 33 09553 213d2-138 2 2 
09553 21321-465 11 1 09553 21382-496 6 20 
09553 21321-465 11 5 09553 21482-511 7 25 
09553 21321-467 13 21 71279 2170-2-3 21 4 
09553 21321-467 18 4 09553 21851-363 23 1 
09553 21321-469 11 8 09553 21882-108 23 2 
09553 21321-469 13 3 09553 22315-100 3 15 
09553 21321-469 23 30 09553 22315-100 3 16 
09553 21321-470 22 37 09553 22315-5304 3 7 
09553 21321-470 23 40 09553 22322-012 4 31 
09553 21321-472 26 1 09553 22327-423 4 2 
09553 21321-473 13 17 56289 225P10391W03 20 6 
09553 21321-507 13 7 09553 22713-206 5 26 
09553 21321-510 26 4 09553 22812-701 7 23 
09553 21321-512 23 26 09553 22821-426 7 5 
09553 21324-727 6 9 39553 22825-105 7 22 
09553 21324-767 6 5 09553 23133-451 8 4 
09553 21324-770 6 21 09553 23187-112 4 8 
09553 21347-037 22 31 09553 23137-132 5 1 
09553 21347-067 4 58 09553 23187-232 4 26 
09553 21347-067 5 18 09553 23187-257 4 56 
09553 21341-067 7 19 09553 23211-212 5 53 
09553 21347-067 8 16 09553 23211-212 13 22 
09553 21347-067 23 41 09553 23211-540 23 20 
09553 21347-067 25 4 09553 23211-546 18 9 
09553 21347-070 3 12 09553 23231-012 4 37 
09553 21347-070 5 7 09553 23231-012 5 11 
09553 21347-070 7 2 09553 23231-012 6 19 
09553 21347-010 8 2 09553 23231-012 13 15 
09533 21347-070P 4 21 09553 23231-012 18 1 
09553 21347-071 8 49 09553 23231-012 23 39 
09553 21347-072 7 31 09553 23231-013 8 17 
09553 21347-072 8 9 09553 23231-014 6 7 
09553 21347-074 5 14 09553 23231-042 4 36 
09553 21347-078 23 31 09553 23231-042 8 18 
09553 21347-107 7 14 09553 23235-176 1 4 
09553 21347-110 3 5 09553 23235-204 23 12 


69 


SECTION IV TM 11-6625-3017-24P 
NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 

FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 
09553 23235-205 23 10 09553 33213-122 23 32 
09553 23243-204 8 10 09553 33213-532 8 40 
09553 23243-316 4 42 09553 33215-447 8 47 
09553 23243-322 4 43 09553 33216-416 7 15 
09553 23243-622 4 50 09553 33223-145 7 26 
09553 23243-624 5 13 09553 33227-333 4 33 
09553 23243-628 5 23 09553 33221-511 4 5 
09553 23243-651 8 5 09553 33251-122 4 13 
09553 2325-177 1 6 09553 33266-408 6 29 
09553 23421-204 8 3 09553 33272-101 8 36 
09553 23421-504 4 60 09553 33272-112 13 18 
09553 23423-159 23 9 09553 33273-412 7 33 
09553 23423-999 23 8 09553 33273-412 8 34 
09553 23435-050 4 1 09553 33273-733 1 14 
09553 23435-050 23 48 09553 33273-733 4 39 
09553 23441-044 11 13 09553 33273-733 4 67 
09553 23443-383 6 28 09553 33273-733 5 5 
09553 23443-384 6 26 09553 33213-733 7 36 
09553 23443-385 6 27 09553 33337-115 7 40 
09553 23443-386 6 25 09553 33371-502 8 25 
09553 23443-443 1 17 09553 33372-107 8 57 
09553 23467-155 23 13 09553 33372-112 7 16 
09553 23642-901 23 55 09553 33312-112 13 16 
20846 2425-001X5U102AA 5 51 09553 33372-406 8 63 
20846 2425-001X5W0-502 23 36 09553 33373-420 8 45 
20846 2425-001X5W00502 13 9 09553 3373-719 4 64 
09553 24341-250 10 14 09553 33375-405 8 22 
09553 24341-258 10 13 09553 33376-707 6 33 
09553 24341-261 10 16 09553 33515-349 3 20 
09553 24341-269 10 15 09553 33524-108 6 17 
09553 24341-310 10 17 09553 33524-516 7 34 
09553 24342-031 10 12 09553 33524-516 8 35 
04072 25A014-2 14 2 09553 33525-721 23 49 
09553 25878-203 4 6 09553 33526-427 13 23 
09553 25878-203 5 32 09553 33526-428 6 31 
09553 26324-072 10 2 09553 33536-707 8 30 
09553 26324-807 10 5 09553 33553-704 7 57 
09553 26324-833 10 1 09553 33554-547 4 12 
09553 26324-868 10 4 U9553 33563-112 3 1 
09553 26372-611 11 3 09553 33621-132 23 47 
09553 26383-031 10 3 09553 33635-130 4 35 
09553 26383-055 10 8 09553 33635-315 5 21 
09553 26516-245 10 9 09553 33635-328 7 21 
09553 26516-291 10 7 09553 33635-329 8 24 
09553 26688-107R 23 27 09553 33671-404 7 11 
09553 26817-238 10 6 09553 33821-117 8 27 
09553 28313-605 8 51 80294 3386P-1-101 14 16 
09553 28452-136 10 18 80294 3386P-1-502 15 23 
09553 28488-051 10 21 80294 3386W-1-202 20 24 
09553 28488-108 12 28 80294 3386W-1-202 24 11 
09553 28498-110 23 38 090294 3386W-1-203 19 21 
09553 28488-113 10 20 09553 33871-704 7 17 
09553 28488-113 20 25 32997 3389P-1-502 25 1 
09553 28438-113 22 27 09553 34135-121 6 10 
09553 28488-113 24 13 09553 34138-115 5 17 
56289 29C209A 24 4 09553 34145-712 8 59 
56289 292P4735R8 5 15 09553 34146-705 26 3 
56289 292P4735R8 22 2 09553 34147-426 4 27 
75195 3AG-112AMP 23 6 09553 34164-407 2 1 
75915 3AGI175AMP 23 7 09553 34167-328 8 15 
09553 31127-708 6 34 09553 34235-410 5 43 
09553 31141-706 7 52 09553 34235-411 5 36 
09553 31181-410 8 42 09553 34237-604 5 6 
09553 31318-105 8 20 09553 34254-930 7 51 
09553 31344-710 8 29 09553 34255-412 5 42 
09553 31556-526 7 18 09553 34263-933 1 3 
09553 31721-410 2 7 09553 34417-108 7 8 
09553 31721-410 7 6 09553 34434-410 8 53 
09553 31754-728 8 61 09553 34436-408 7 28 
09553 31775-113 2 6 09553 34461-712 9 23 
09553 31775-408 1 23 09553 34461-712 10 19 
56289 3304186 19 2 09553 34461-712 12 26 
56289 3304186 20 2 09553 34461-712 14 22 
56289 3304186 21 1 09553 34461-712 15 28 
56289 3304186 22 10 09553 34461-712 21 22 
09553 33141-121 7 41 09553 34461-712 25 3 
09553 33145-119 5 22 09553 34734-404 7 32 
09553 33173-506 4 34 09553 35121-105 3 9 
09553 33174-704 6 3 09553 35124-143 7 12 
09553 33174-707 11 10 09553 35124-411 10 11 
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SECTION IV TM 11-6625-3017-24P 
NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE ITEM FIGURE ITEM 
FSCM PART NUMBER NO. NO. FSCM PART NUMBER NO. NO. 
09553 35313-122 4 63 09553 41562-014 4 16 
09553 35313-522 23 56 09553 41635-037 3 2 
09553 35313-523 23 28 09553 41651-213 3 17 
09553 35316-126 5 16 09553 41656-037 4 29 
09553 35321-109 5 25 09553 43121-302 21 23 
09553 35331-422 22 34 09553 43121-305 14 19 
09553 35333-722 13 4 09553 43121-305 20 26 
09553 35344-408 3 18 09553 43121-309 20 27 
09553 35351-411 5 34 09553 43121-902 5 19 
09553 35421-424 18 5 09553 43122-034V 4 7 
09553 35423-115 3 11 09553 43122-035 6 24 
09553 35426-726 4 62 09553 43122-042 8 1 
09553 35427-508 11 12 09553 43123-025 7 50 
09553 35461-106 7 20 09553 43123-076 2 5 
09553 35515-408 3 4 09553 43125-041 4 53 
09553 35517-116 3 10 09553 43217-010 23 35 
09553 35526-108 8 55 09553 43283-207 4 15 
09553 35527-514 3 19 09553 43283-208 4 55 
09553 35527-523 4 54 09553 4345A004 23 19 
09553 35527-710 8 50 09553 44118-901 8 38 
09553 35527-710 22 33 09553 44L24-901 7 29 
09553 35556-111 12 27 09553 44133-002 7 30 
09553 35556-111 14 18 09553 44221-012 9 11 
09553 35556-111 15 27 09553 44221-404 9 10 
09553 35641-120 5 12 09553 44251-207 10 10 
09553 35651-129 6 37 09553 44316-016 6 13 
09553 35651-130 11 14 09553 44321-131 5 28 
09553 35651-131 11 4 09553 44321-406 4 49 
09553 35651-132 6 36 09553 44322-128 1 12 
09553 35655-911 13 20 09553 44323-314 7 49 
09553 35655-912 13 6 0955i 44323-316 7 45 
09553 35661-927 4 66 09553 44324-822 5 39 
09553 35662-124 4 28 09553 44325-902 5 46 
09553 35814-009 8 62 09553 44414A081 5 35 
09553 35930-266 23 54 09553 444144082 4 20 
09553 37113-112 8 11 09553 44425-509 6 23 
09553 37121-514 3 8 09553 44512-222 1 2 
09553 37434-414 12 24 09553 44611-104 23 43 
09553 37438-902 1 24 09553 44622-701 8 56 
34263 37441-506 1 19 09553 44641A005 4 17 
09553 37525-105 1 15 09553 44642-108 4 23 
09553 37567-104 4 48 09553 44648-102 11 11 
09553 37573-107 1 8 09553 44652A4101 4 24 
09553 37573-108 14 21 09553 44683A401 13 5 
09553 37573-145 23 16 09553 446b5-003 8 12 
09553 37575-108 15 26 09553 44686A603 4 25 
09553 37575-121 23 5 09553 44687-002 13 19 
09553 37575-408 4 18 09553 44687A101 4 3 
09553 37576-111 8 41 09553 44688-002 26 6 
K2510 404/1/02000/503 4 32 09553 44688-003 4 14 
09553 41113-029 23 44 09553 44688A106 5 20 
09553 41141-005 7 46 09553 46154-007 1 20 
09553 41141-202 1 16 09553 46712A001 4 65 
09553 41141-203 7 54 09553 46741-001T 4 61 
09553 41141-209 1 18 09553 46772-001 4 47 
09553 41141-215 7 47 09553 4b878-001 5 2 
09553 41142-209 1 25 04770 65326500 22 13 
09553 41145-206 1 11 01121 70B1M032S503W 1 1 
09553 41145-208 1 7 01121 70B1N052P502W 5 3 
09553 41311-525 8 26 02660 7717-4N 12 25 
09553 41311-526 7 24 02660 7717-4N 14 20 
09553 41317-002 7 38 02660 7717-4N 17 18 
09553 41317-003 7 27 02660 7717-4N 19 22 
09553 41327-014 8 60 02660 7717-4N 21 21 
09553 41336-609 8 28 91506 8000DG1AUGAT 22 32 
09553 41535-016 23 45 02660 831-55021-034 15 25 
09553 41561-009 18 7 02660 831-55021-034 17 19 
09553 41562-013 4 57 
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RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL PUBLICATIONS 


SOMETHING WRONG wre ms бі сәтте) 


FROM: (PRINT YOUR UNIT'$ COMPLETE ADORESS) 


ТНЕМ.. JOT DOWN THE 
РОРЕ ABOUT IT ON THIS 
FORM, CAREFULLY TEAR IT | | 
OUT. FOLD IT AND DROP IT 

IN THE MAIL! 


PUBLICATION NUMSER PUBLICATION DATE 
TM 11-5825-270-10 23 Jul 81 
BE EXACT. . PIN-POINT WHERE ІТ IS 


с садавіна 


DA 2028-2 PREVIOUS EDITIONS Р.5.-ІҒ YOUR OUTFIT WANTS TO KNOW ABOUT YOUR 
A. yt ча * ARE OBSOLETE. RECOMMENDATION MAKE A CARBON COPY OF THIS 
AND GIVE IT TO YOUR HEADQUARTERS 


і PUBLICATION TITLE 
Radio Frequency R-2176/FRN 


IN THIS SPACE TELL WHAT i$ WRONG 
AND WHAT SHOULD BE DONE ABOUT IT: 
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